
Technical Specifications for Radiology Equipments 

Item Description: Dental X-Ray Unit 
 

 
 

Class No: (18-056) 
Quantity : (     ) 

 

 

No. Technical Specifications Min Requirement 
Bidders 

Offer 
1. Manufacturer Please Specify Manufacturer And 

Country Of Origin 
 

2. Model number 
 

Please Specify Model Number  

3. Safety Standard 
 

FDA Approval or CE Marking  

4. System type 
 

Wall Mounted  

5. X-Ray tube anode : 
  - type 
  - min. total filtration, mm Al 

 
- Stationary or Cylindrical 
- 2.5 

 

6. X-Ray generator : 
 type  
 KV range  
 exposure current range , mA 
 exposure time, sec.               

 
 Microprocessor Controlled 
 60-70 approx. 
 8 approx. 
 0.02- 3 approx. 
 

 

7. SID , mm 
( source - to -image  distance ) 

200- 300 approx.   

8. Available film sizes 
  

Standard intraoral   

9. Patient Types 
 

Adult , Pediatric, Seated, Standing  

10 Control Panel 
 

Digital Display   

11. Protection EPRON Frontal wear, not less than0.5 Pb for 
each unit 

 

12. Power Supply 
 

220 V / 50 Hz  

   
TOTAL  

 

 
 

 
Validly of offer: 
Warrant: 
Delivery: 

 


